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Table 1: Color-Coded Status Guide Based on Standard Deviation Index (S.D.l.)

S.D.l. Color Interpretation
0.1-1 ) Good
1.1-2 O Satisfactory
2.1-3 O Check Calibration, Check Instrumentation
>3 @ Requiring Investigation
Table 2: Assessment Results
Sample ID 14041IM380 | 1404IM381 | 14041M382 14041M383 14041M384
Lab result (copies/ml) Negative 483 - Negative 1393
Lab result (Logs, copies/ml - 2.68 - - 3.14
Geometric Median - 2.48 2.40 - 373
Geometric SD - 1.04 1.03 - 1.11
Indicator @) (@) - (@) @

! Standard Deviation Index




