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Result & Error Code Guide
Correct

Correct (No error) 114 (96.61%)

No error.

Major errors

High False Positive (HFP) 0 (0%)

High False Positive (HFP) A negative smear that is misread as 1+ to 3+ positive .

High False Negative (HFN) 3 (2.54%)

High False Negative (HFN) A 1+ to 3+ positive smear that is misread as negative.

Minor errors
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Quantification Error (QE) 1 (0.85%)

Quantification Error (QE) Difference of more than one grade in reading a positive slide.

Low False Positive (LFP) 0 (0%)

Low False Positive (LFPA negative smear that is misread as a low (1-9AFB/100fields) positive.

Low False Negative (LFN) 0 (0%)
Low False Negative (LFNA low (1-9AFB/100fields) positive smear that is misread as negative.
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