
EQAP Panel Toggle navigation  

 انجمن دکترای علوم آزمایشگاهی ایران 
 دكتر علي عجمي 

 نوبل 

 منوی اصلي 

   صفحه نخست 

   مشخصات آزمایشگاه 

   دوره های ارزیابي خارجي 

   های جدیدنام دورهثبت 

   خروج 

1401دوره چهل و چهارم زمستان   

S1.1 Results 

 HBsAg, HIVAb, S1.1 HCVAbنمونه مجهول ایمونوسرولوژی برای آزمایش 

  1450 كد نمونه EQAP-10814 آزمایشگاه نوبل

 

 S1/1 HBs Ag 

 S1/1 HCV Ab 

 S1/1 HIV Ab 

S1/1 HBs Ag 

. توزیع فراواني نتایج گزارش شده توسط شركت كنندگان براساس روش1جدول شماره   

مشخص  ←زمایشگاه شما با علامتبوده است. نتیجه ارائه شده توسط آ  - تذكر. نتیجه مورد قبول برای این آزمایش پاسخ

  .شده است

  1714ثبت نام كنندگان 

  1576شركت كنندگان 

  91.95كل درصد مشاركت % 

  1524پاسخهای دریافتي 

  96.70درصد پاسخدهي % 
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Tota

l 

Positiv

e 

Indetermina

te 

Negativ

e 

Positiv

e 

Indetermina

te 

Negativ

e 

CL 99 3 0 96 %3.03 %0.00 %96.97 

ECL 126 0 0 126 %0.00 %0.00 
%100.0

0 

ELFA 130 0 0 130 %0.00 %0.00 
%100.0

0 

ELISA 
115

0 
99 10 1041 %8.61 %0.87 %90.52 

Immunochromatogra

phy 
9 0 0 9 %0.00 %0.00 

%100.0

0 

Other 8 0 0 8 %0.00 %0.00 
%100.0

0 

 

Method Kit Result Count 
Your 

Answer 

CL Not Reported Negative 4  

CL Abbott Negative 22 ← 

CL Architect Negative 5  

CL Architect Positive 1  

CL Biomerieux  Negative 2  

CL Dia Sorin Negative 24  

CL Dia Sorin Positive 2  

CL Liaison Not Reported 1  

CL Liaison Negative 6  

CL Mindray Not Reported 2  

CL Mindray Negative 13  

CL Ortho Negative 5  

CL Siemens Negative 15  

ECL Not Reported Not Reported 1  

ECL Not Reported Negative 3  

ECL Abbott Negative 8  

ECL Architect Negative 4  

ECL Biomerieux  Not Reported 1  



Method Kit Result Count 
Your 

Answer 

ECL Biomerieux  Negative 5  

ECL Cobas Negative 4  

ECL Dia Sorin Negative 5  

ECL Farmed Behin Azma Negative 1  

ECL Liaison Negative 5  

ECL Mindray Negative 2  

ECL Roche Negative 85  

ECL Siemens Negative 3  

ECL Wantai Negative 1  

ELFA Not Reported Negative 2  

ELFA Autobio Diagnostic Negative 1  

ELFA Binding Site Negative 1  

ELFA Biomerieux  Not Reported 1  

ELFA Biomerieux  Negative 123  

ELFA Roche Negative 1  

ELFA Siemens Negative 2  

ELISA Not Reported Not Reported 2  

ELISA Not Reported Indeterminate 1  

ELISA Not Reported Negative 42  

ELISA Not Reported Positive 4  

ELISA Anti Human Negative 1  

ELISA Arya Mabna Tashkhis  Negative 24  

ELISA Arya Mabna Tashkhis  Positive 1  

ELISA Biomerieux  Negative 2  

ELISA Bio-Pharm Negative 2  

ELISA Biorad Negative 1  

ELISA Biotest Hangzhou Biotech Negative 1  

ELISA Delavare Biotech Negative 1  

ELISA Diapro Negative 14  



Method Kit Result Count 
Your 

Answer 

ELISA Gbc Negative 57  

ELISA Gbc Positive 5  

ELISA General Biologicals(GB) Negative 41  

ELISA General Biologicals(GB) Positive 7  

ELISA Mindray Negative 2  

ELISA Monobind Negative 1  

ELISA Noyan Negin Parsian Positive 1  

ELISA Padtan Teb  Negative 1  

ELISA Padtan Teb  Positive 1  

ELISA Pars Azmoon Negative 1  

ELISA Pasteur Institute - Iran  Negative 1  

ELISA Pgi Negative 1  

ELISA Pishtaz Teb Not Reported 1  

ELISA Pishtaz Teb Indeterminate 8  

ELISA Pishtaz Teb Negative 709  

ELISA Pishtaz Teb Positive 74  

ELISA Vircell Negative 1  

ELISA Wantai Not Reported 1  

ELISA Wantai Indeterminate 1  

ELISA Wantai Negative 138  

ELISA Wantai Positive 6  

Immunochromatography Not Reported Negative 2  

Immunochromatography Abon Negative 5  

Immunochromatography Diagnostic Negative 1  

Immunochromatography Roche Negative 1  

Other Abon Negative 2  

Other Biomerieux  Negative 4  

Other Others Negative 1  

Other Pishtaz Teb Negative 1  
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S1.1 Results 

 HBsAg, HIVAb, S1.1 HCVAbنمونه مجهول ایمونوسرولوژی برای آزمایش 

  1450 كد نمونه EQAP-10814 آزمایشگاه نوبل

 

 S1/1 HBs Ag 

 S1/1 HCV Ab 

 S1/1 HIV Ab 

S1/1 HCV Ab 

. توزیع فراواني نتایج گزارش شده توسط شركت كنندگان براساس روش1جدول شماره   

مشخص  ← بوده است. نتیجه ارائه شده توسط آزمایشگاه شما با علامت -تذكر. نتیجه مورد قبول برای این آزمایش پاسخ 

  .شده است

  1714ثبت نام كنندگان 

  1576كنندگان شركت 

  91.95كل درصد مشاركت % 

  1445پاسخهای دریافتي 

  91.69درصد پاسخدهي % 
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Method 

Count Percent 

Tota

l 

Positiv

e 

Indetermina

te 

Negativ

e 

Positiv

e 

Indetermina

te 

Negativ

e 

CL 35 0 0 35 %0.00 %0.00 
%100.0

0 

ECL 126 0 0 126 %0.00 %0.00 
%100.0

0 

ELFA 128 1 0 127 %0.78 %0.00 %99.22 

ELISA 
112

8 
9 2 1117 %0.80 %0.18 %99.02 

Immunochromatogra

phy 
13 0 0 13 %0.00 %0.00 

%100.0

0 

Other 11 0 0 11 %0.00 %0.00 
%100.0

0 

 

Method Kit Result Count 
Your 

Answer 

CL Not Reported Negative 1  

CL Abbott Not Reported 1  

CL Abbott Negative 14 ← 

CL Architect Negative 6  

CL Biomerieux  Negative 1  

CL Ortho Negative 3  

CL Roche Negative 2  

CL Siemens Negative 8  

ECL Not Reported Not Reported 1  

ECL Not Reported Negative 2  

ECL Abbott Negative 7  

ECL Architect Negative 3  

ECL Biomerieux  Negative 8  

ECL Cobas Negative 6  

ECL Farmed Behin Azma Negative 1  

ECL Roche Negative 96  

ECL Siemens Negative 2  



Method Kit Result Count 
Your 

Answer 

ECL Wantai Negative 1  

ELFA Not Reported Not Reported 1  

ELFA Not Reported Negative 3  

ELFA Autobio Diagnostic Negative 1  

ELFA Biomerieux  Not Reported 1  

ELFA Biomerieux  Negative 122  

ELFA Biomerieux  Positive 1  

ELFA Roche Negative 1  

ELISA Not Reported Not Reported 2  

ELISA Not Reported Negative 52  

ELISA Not Reported Positive 1  

ELISA Arya Mabna Tashkhis  Negative 18  

ELISA Biomerieux  Negative 2  

ELISA Bio-Pharm Negative 4  

ELISA Biorad Negative 1  

ELISA Biotech Negative 1  

ELISA Brucellacapt Negative 1  

ELISA Diapro Negative 11  

ELISA Euroimmun Negative 2  

ELISA Gbc Negative 62  

ELISA General Biologicals(GB) Negative 65  

ELISA Hanan Teb Pars Negative 1  

ELISA Monobind Negative 1  

ELISA Non Base Negative 5  

ELISA Others Negative 1  

ELISA Padtan Teb  Negative 5  

ELISA Pars Azmoon Negative 2  

ELISA Pasteur Institute - Iran  Negative 1  

ELISA Pgi Negative 2  



Method Kit Result Count 
Your 

Answer 

ELISA Pishtaz Teb Not Reported 4  

ELISA Pishtaz Teb Indeterminate 1  

ELISA Pishtaz Teb Negative 685  

ELISA Pishtaz Teb Positive 7  

ELISA Spinreact Negative 1  

ELISA Vircell Negative 1  

ELISA Wantai Indeterminate 1  

ELISA Wantai Negative 193  

ELISA Wantai Positive 1  

Immunochromatography Not Reported Negative 3  

Immunochromatography Abon Negative 6  

Immunochromatography Addcare  Negative 1  

Immunochromatography Diagnostic Negative 1  

Immunochromatography Others Negative 1  

Immunochromatography Roche Negative 1  

Other Not Reported Negative 1  

Other Abon Negative 3  

Other Biomerieux  Negative 4  

Other Ortho Negative 1  

Other Others Negative 1  

Other Pishtaz Teb Negative 1  

RIA Biomerieux  Negative 2  
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S1.1 Results 

 HBsAg, HIVAb, S1.1 HCVAbنمونه مجهول ایمونوسرولوژی برای آزمایش 

  1450 كد نمونه EQAP-10814 آزمایشگاه نوبل

 

 S1/1 HBs Ag 

 S1/1 HCV Ab 

 S1/1 HIV Ab 

S1/1 HIV Ab 

كنندگان براساس روش. توزیع فراواني نتایج گزارش شده توسط شركت 1جدول شماره   

مشخص  ← بوده است. نتیجه ارائه شده توسط آزمایشگاه شما با علامت +  تذكر. نتیجه مورد قبول برای این آزمایش پاسخ

  .شده است

  1714ثبت نام كنندگان 

  1576شركت كنندگان 

  91.95كل درصد مشاركت % 

  1516پاسخهای دریافتي 

  96.19درصد پاسخدهي % 

Method 

Count Percent 

Tota

l 

Positiv

e 

Indetermina

te 

Negati

ve 

Positiv

e 

Indetermina

te 

Negati

ve 

CL 54 52 0 2 %96.30 %0.00 %3.70 

ECL 130 127 0 3 %97.69 %0.00 %2.31 

ELFA 124 120 0 4 %96.77 %0.00 %3.23 

ELISA 
118

0 
1152 0 28 %97.63 %0.00 %2.37 
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Immunochromatogra

phy 
13 9 2 2 %69.23 %15.38 %15.38 

Other 11 11 0 0 
%100.0

0 
%0.00 %0.00 

 

Method Kit Result Count 
Your 

Answer 

CL Not Reported Positive 1  

CL Abbott Positive 22 ← 

CL Architect Positive 5  

CL Biomerieux  Positive 2  

CL Mindray Not Reported 2  

CL Mindray Positive 11  

CL Ortho Positive 3  

CL Roche Positive 1  

CL Siemens Negative 2  

CL Siemens Positive 7  

ECL Not Reported Not Reported 1  

ECL Not Reported Positive 3  

ECL Abbott Positive 8  

ECL Architect Positive 4  

ECL Biomerieux  Negative 1  

ECL Biomerieux  Positive 7  

ECL Cobas Positive 4  

ECL Farmed Behin Azma Positive 1  

ECL Mindray Positive 3  

ECL Roche Negative 1  

ECL Roche Positive 96  

ECL Siemens Negative 1  

ECL Wantai Positive 1  

ELFA Not Reported Positive 3  

ELFA Autobio Diagnostic Positive 1  

ELFA Biomerieux  Not Reported 1  



Method Kit Result Count 
Your 

Answer 

ELFA Biomerieux  Negative 4  

ELFA Biomerieux  Positive 115  

ELFA Roche Positive 1  

ELISA Not Reported Not Reported 3  

ELISA Not Reported Negative 2  

ELISA Not Reported Positive 24  

ELISA Abon Positive 1  

ELISA Arya Mabna Tashkhis  Negative 2  

ELISA Arya Mabna Tashkhis  Positive 19  

ELISA Biomerieux  Positive 1  

ELISA Bio-Pharm Positive 5  

ELISA Biorad Positive 1  

ELISA Biotech Positive 1  

ELISA Diapro Positive 13  

ELISA Gbc Negative 3  

ELISA Gbc Positive 52  

ELISA General Biologicals(GB) Negative 2  

ELISA General Biologicals(GB) Positive 44  

ELISA Mindray Positive 1  

ELISA Monobind Positive 1  

ELISA Padtan Teb  Positive 2  

ELISA Pars Azmoon Positive 1  

ELISA Pasteur Institute - Iran  Positive 1  

ELISA Pgi Positive 1  

ELISA Pishtaz Teb Not Reported 1  

ELISA Pishtaz Teb Negative 14  

ELISA Pishtaz Teb Positive 785  

ELISA Vircell Positive 1  

ELISA Wantai Negative 5  



Method Kit Result Count 
Your 

Answer 

ELISA Wantai Positive 197  

ELISA Wondfo Positive 1  

Immunochromatography Not Reported Negative 1  

Immunochromatography Abon Indeterminate 1  

Immunochromatography Abon Negative 1  

Immunochromatography Abon Positive 5  

Immunochromatography Addcare  Positive 1  

Immunochromatography Diagnostic Indeterminate 1  

Immunochromatography Ortho Positive 1  

Immunochromatography Pishtaz Teb Positive 1  

Immunochromatography Roche Positive 1  

Other Not Reported Positive 1  

Other Abon Positive 2  

Other Biomerieux  Positive 5  

Other Ortho Positive 1  

Other Others Positive 1  

Other Pishtaz Teb Positive 1  

RIA Biomerieux  Positive 2  
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