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Method [ Result Count Your
CL Not Reported Negative 1
CL Not Reported Positive 4
CL Abbott Positive 17
CL Architect Positive 6
CL Biomerieux Positive 3
CL Cobas Positive 2
CL Dia Sorin Positive 21
CL Diagnostic Positive 1
CL Liaison Positive 7
CL Mindray | Not Reported 1
CL Mindray Negative 1
CL Mindray Positive 4
CL Others Positive 1
CL Siemens | Indeterminate 2
CL Siemens Negative 1
CL Siemens Positive 19

ECL Not Reported Positive 5
ECL Abbott Positive 6
ECL Architect Positive 2




Result Count

Your

Answer
ECL Biomerieux Positive 5
ECL Cobas Positive 7
ECL Dia Sorin Positive 6
ECL Diagnostic Positive 1
ECL Liaison Positive 3
ECL Mindray Positive 2
ECL Others Positive 1
ECL Roche| Not Reported 1
ECL Roche | Indeterminate 1
ECL Roche Negative 2
ECL Roche Positive 92
ECL Siemens| Not Reported 1
ECL Siemens Positive 6
ELFA Not Reported Positive 2
ELFA Biomerieux | Not Reported 2
ELFA Biomerieux Negative 6
ELFA Biomerieux Positive 77
ELFA Diapro Positive 1
ELFA Tosoh Positive 1
ELISA Not Reported | Not Reported 1
ELISA Not Reported | Indeterminate 1
ELISA Not Reported Negative 6
ELISA Not Reported Positive 43
ELISA Abbott Negative 1
ELISA Anti Human Positive 1
ELISA Arya Mabna Tashkhis | Indeterminate 2
ELISA Arya Mabna Tashkhis Negative 9
ELISA Arya Mabna Tashkhis Positive 88
ELISA Autobio Diagnostic | Indeterminate 1




Your

Answer
ELISA Autobio Diagnostic Negative 1
ELISA Autobio Diagnostic Positive 38
ELISA Bio-Pharm Positive 3
ELISA Biorad Positive 1
ELISA Diapro Positive 29
ELISA Gbc Negative 3
ELISA Ghc Positive 24
ELISA General Biologicals(GB) | Not Reported 1
ELISA General Biologicals(GB) | Indeterminate 3
ELISA General Biologicals(GB) Negative 6
ELISA General Biologicals(GB) Positive 78
ELISA Monobind Positive 1
ELISA Noyan Negin Parsian Positive 1
ELISA Others Positive 2
ELISA Padtan Teb Negative 3
ELISA Padtan Teb Positive 3
ELISA Pars Azmoon Positive 1
ELISA Pasteur Institute - Iran Positive 1
ELISA Pishtaz Teb| Not Reported 1
ELISA Pishtaz Teb| Indeterminate 14
ELISA Pishtaz Teb Negative 57
ELISA Pishtaz Teb Positive| 711
ELISA Surase B-96(Tmb) Negative 2
ELISA Surase B-96(Tmb) Positive 8
ELISA Usa By W.H.P.M Negative 1
ELISA Usa By W.H.P.M Positive 1
ELISA Wantai| Indeterminate 2
ELISA Wantai Negative 6
ELISA Wantai Positive 74




Result Count

Your

Answer
Immunochromatography Not Reported Negative 2
Immunochromatography Abbott Negative 1
Immunochromatography Abon Negative 5
Immunochromatography Abon Positive 1
Immunochromatography Addcare Negative 1
Immunochromatography | Medical Biological Service Negative 1
Immunochromatography Monobind Negative 1
Immunochromatography Others Negative 1
Immunochromatography Pars Azmoon Negative 1
Immunochromatography Pishtaz Teb Negative 1
Immunochromatography Roche Positive 1
Other Biomerieux Negative 1
Other Biomerieux Positive 4
Other Pishtaz Teb Negative 1
Other Pishtaz Teb Positive 1
Other Siemens Positive 1
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cL| 40| 39 0 1]9697.50 960.00| 92.50

ecL| 125] 122 0 3] 9%97.60 960.00| 962.40

ELFA| 115 111 0 4] 9%96.52 960.00| 963.48

ELISA 111 1112 6 53 | 9694.96 9%0.51| %4.53

'mm“”OChromatOF?g; 23 19 1 3| %82.61 0%4.35 | %13.04
0

Other| 7 7 0 0 /"100'8 9%0.00| 9%0.00

Result Count An\s(v?/g:
CL Not Reported Positive 4
CL Abbott Positive 16
CL Architect Negative 1
CL Architect Positive 5
CL Biomerieux Positive 3
CL Cobas Positive 2
CL Diagnostic Positive 1
CL Others Positive 1
CL Roche Positive 1
CL Siemens Positive 6
ECL Not Reported Positive 7
ECL Abbott Negative 1
ECL Abbott Positive 5
ECL Architect Positive 2
ECL Biomerieux Positive 7




Your

Answer

ECL Cobas Positive 4

ECL Diagnostic Positive 1

ECL Others Positive 1

ECL Pishtaz Teb Negative 1

ECL Roche| Not Reported 1

ECL Roche Positive 93

ECL Siemens Negative 1

ECL Siemens Positive 2
ELFA Not Reported Positive 5
ELFA Biomerieux | Not Reported 1
ELFA Biomerieux Negative 4
ELFA Biomerieux Positive| 102
ELFA General Biologicals(GB) Positive 1
ELFA Monobind Positive 1
ELFA Siemens Positive 2
ELISA Not Reported | Not Reported 3
ELISA Not Reported Negative 4
ELISA Not Reported Positive 61
ELISA Abbott Positive 2
ELISA Anti Human Negative 1
ELISA Arya Mabna Tashkhis | Not Reported 1
ELISA Arya Mabna Tashkhis Negative 1
ELISA Arya Mabna Tashkhis Positive 71
ELISA Autobio Diagnostic Positive 1
ELISA Bio-Pharm Positive 3
ELISA Biorad Positive 1
ELISA Diagnostic Positive 1
ELISA Diapro Negative 1
ELISA Diapro Positive 21




Your

Answer
ELISA Farafan Tashkhis Positive 1
ELISA Gbc Negative 1
ELISA Ghbc Positive 40
ELISA General Biologicals(GB) | Not Reported 1
ELISA General Biologicals(GB) Negative 2
ELISA General Biologicals(GB) Positive| 130
ELISA| Medical Biological Service Positive 1
ELISA Mindray Positive 1
ELISA Monobind Positive 1
ELISA Non Base Positive 5
ELISA Others Positive 2
ELISA Padtan Teb Positive 6
ELISA Pars Azmoon Negative 1
ELISA Pars Azmoon Positive 2
ELISA Pasteur Institute - Iran Positive 2
ELISA Pishtaz Teb| Not Reported 1
ELISA Pishtaz Teb| Indeterminate 6
ELISA Pishtaz Teb Negative 40
ELISA Pishtaz Teb Positive| 686
ELISA Usa By W.H.P.M Positive 2
ELISA Wantai| Not Reported 1
ELISA Wantai Negative 2
ELISA Wantai Positive 72
Immunochromatography Not Reported | Indeterminate 1
Immunochromatography Not Reported Negative 1
Immunochromatography Not Reported Positive 6
Immunochromatography Abbott Positive 1
Immunochromatography Abon Positive 5
Immunochromatography Addcare Positive 2




Your

Result Count

Answer
Immunochromatography | Medical Biological Service Negative 1
Immunochromatography | Medical Biological Service Positive 1
Immunochromatography Monobind Positive 1
Immunochromatography Others Positive 1
Immunochromatography Pars Azmoon Positive 1
Immunochromatography Pishtaz Teb Negative 1
Immunochromatography Roche Positive 1
Other Not Reported | Not Reported 1
Other Biomerieux Positive 6
Other Siemens Positive 1

Copyright © 2022 IACLD. All rights reserved.

EQAP Panel Toggle navigation_

olnl (2o lojl pole (gl 555 cponil

oS e g5 e
s
el sge @

B 2l sl oy90 ®
T

1400 Ol 050 9 o 0590

S1.1 Results


http://eqcld.com/IACLD/Panel/Analysis/Report/26658/501
http://eqcld.com/IACLD/Panel/Analysis/Report/26658/501
http://eqcld.com/IACLD/Panel/Analysis/Report/26658/501
http://eqcld.com/IACLD/EQAP/Home
http://eqcld.com/IACLD/EQAP/Member/Courses
http://eqcld.com/IACLD/Account/Logout

S1.1 HBsAg, HCVAD HIVAD, sisb3T 6l 5999 rwges] Jatxo diges

s oK2slo;l EQAP-10814 [1629 wigas o5

S1/1HBsAg e
S1/LHCV Ab
SULHIVAD

S1/1 HIV Ab

P9y bl QS 0858 Lagi oads 5155 @l sl S g 1 o )led Jsoer
ol astice Ceadle b Lo OliwLA)] Lngi ool &l asms .cowl 00g b u..oLc)] O sl Jaud 5,90 azis . ,SAS

1807 oS sb s @
1621 (oS eS, 0 o
1.89.71 CSlie sy S @

1535 ‘5~5L‘)~> 6LQ,;:ML, °
7.94.69 Bl doys e

Count
Method | Tota Positiv | Indetermina  Negati  Positiv Indetermina
cL| 44 43 0 1| %97.73 %0.00| %2.27
0,
ecL| 119] 119 0 0 /"100'8 9%0.00| 9%0.00
ELFA| 95 93 0 2| 9%97.89 %0.00| %2.11
124
ELISA| ~%,| 1224 3 16 | %98.47 %0.24| 9%1.29
'mm””OChromatoggs 22 17 1 4| %77.27 %4.55 | %18.18
0,
Other| 7 7 0 0 /"100'3 9%0.00| 9%0.00
Method Kit Result Count Your
Answer
CL Not Reported Positive 4
CL Abbott Positive 16
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Result Count
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CL Architect Positive 6
CL Biomerieux Negative 1
CL Biomerieux Positive 1
CL Cobas Positive 1
CL Diagnostic Positive 1
CL Liaison Positive 1
CL Mindray | Not Reported 2
CL Mindray Positive 2
CL Others Positive 1
CL Roche Positive 2
CL Siemens Positive 8
ECL Not Reported Positive 6
ECL Abbott Positive 7
ECL Architect Positive 3
ECL Biomerieux | Not Reported 1
ECL Biomerieux Positive 5
ECL Cobas Positive 7
ECL Diagnostic Positive 1
ECL Others Positive 1
ECL Pishtaz Teb Positive 1
ECL Roche Positive 87
ECL Siemens Positive 1
ELFA Not Reported Negative 1
ELFA Not Reported Positive 3
ELFA Biomerieux | Not Reported 1
ELFA Biomerieux Negative 1
ELFA Biomerieux Positive 87
ELFA General Biologicals(GB) Positive 1
ELFA Monobind Positive 1




Result Count

Your

Answer

ELFA Pishtaz Teb Positive 1
ELISA Not Reported | Not Reported 2
ELISA Not Reported Negative 1
ELISA Not Reported Positive 38
ELISA Abbott Positive 3
ELISA Acon Positive 1
ELISA Anti Human Positive 1
ELISA Arya Mabna Tashkhis Negative 1
ELISA Arya Mabna Tashkhis Positive 95
ELISA Autobio Diagnostic Positive 1
ELISA Bio-Pharm Positive 4
ELISA Biorad Positive 1
ELISA Dia Sorin Positive 1
ELISA Diapro Positive 31
ELISA Ghc Positive 30
ELISA General Biologicals(GB) Negative 1
ELISA General Biologicals(GB) Positive 97
ELISA Mindray Positive 1
ELISA Monobind Positive 1
ELISA Others Positive 3
ELISA Padtan Teb Positive 2
ELISA Pars Azmoon Positive 2
ELISA Pasteur Institute - Iran Positive 1
ELISA Pishtaz Teb| Not Reported 4
ELISA Pishtaz Teb| Indeterminate 3
ELISA Pishtaz Teb Negative 12
ELISA Pishtaz Teb Positive| 830
ELISA Usa By W.H.P.M Positive 1
ELISA Wantai Negative 1




Result Count
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Answer
ELISA Wantai Positive 80
Immunochromatography Not Reported Negative 2
Immunochromatography Not Reported Positive 5
Immunochromatography Abon Positive 7
Immunochromatography Addcare Positive 1
Immunochromatography | Medical Biological Service | Indeterminate 1
Immunochromatography Others Negative 1
Immunochromatography Others Positive 2
Immunochromatography Pars Azmoon Positive 1
Immunochromatography Pishtaz Teb Negative 1
Immunochromatography Roche Positive 1
Other Biomerieux Positive 5
Other Pishtaz Teb| Not Reported 1
Other Pishtaz Teb Positive 1
Other Siemens Positive 1
RIA PadyabTem Positive 1
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