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% 97.51 1564 % 95.31 1604 1683
Count Percent
Method

Total Positive Indeterminate Negative Positive Indeterminate Negative

CL 95 93 1 1 %97.89 %1.05 %1.05

ECL 145 143 0 2 %98.62 %0.00 %1.38

ELFA 18 17 0 1 %94.44 %0.00 %5.56

ELISA 1278 1185 12 81 %92.72 %0.94 %6.34
Immunochromatography 18 10 2 6 %55.56 %11.11 %33.33
Other 9 5 0 4 %55.56 %0.00 %44.44
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Not Reported Positive 4
Negative 1

Abbott
Positive 29
Architect Positive 3
Dia Sorin Positive 14
CL Liaison Positive 7
Mindray Positive 8
Ortho Positive 5
Roche Positive 1
Indeterminate 1

Siemens
Positive 22
Not Reported 1

Not Reported
Positive 4
Abbott Positive 6
Architect Positive 3
Biomerieux Positive 1
Negative 1
Cobas
Positive 7
ECL Dia Sorin Positive 5
Liaison Positive 2
Mindray Positive 3
Not Reported 2
Roche Negative 1
Positive 94
Siemens Positive 17
Wantai Positive 1
ELFA Abbott Positive 2
Negative 1
Biomerieux

Positive 12
Biorex Positive 1
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Roche Positive 1
Siemens Positive 1
ELISA Indeterminate 1
Not Reported Negative 7
Positive 37
AB Germany Positive 2
Abbott Positive 1
Negative 1

abia
Positive 4
Abon Negative 1
Indeterminate 2
Arya Mabna Tashkhis Negative 5
Positive 59
Bio Kit Positive 1
Biomerieux Positive 1
Bio-Pharm Positive 1
Diapro Positive 21
Indeterminate 1
Gbc Negative 3
Positive 76
Negative 1

General Biologicals(GB)

Positive 22
Mindray Positive 1
Monobind Positive 2
Others Positive 2
Padtan Teb Positive 5
Pgi Positive 1
Pishtaz Teb Not Reported 2
Indeterminate 7
Negative 62
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Positive 893
Sam Fan Avaran Positive 1
Spinreact Positive 2
Surase B-96(Tmb) Positive 1
Usa By W.H.P.M Positive 1
Indeterminate 1
Wantai Negative 1
Positive 51 «
Indeterminate 2
Not Reported Negative 1
Positive 1
Abbott Positive 1
Negative 2
Abon
Positive 4
Immunochromatography Acon Negative 1
ImmunoDiagnostic Systems Negative 1
Liaison Positive 1
Monobind Positive 1
Pishtaz Teb Positive 1
Siemens Negative 1
Vircell Positive 1
Other Not Reported Positive 1
Negative 1
Abon
Positive 1
Architect Positive 1
Negative 1
Biomerieux
Positive 1
Dia Sorin Negative 1
Siemens Negative 1
Positive 1
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